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C h a p t e r 2

FOCUSING ON MOVING TARGETS THROUGH SCATTERING
SAMPLES

This chapter is adapted from the manuscript Zhou, E.H., Ruan, H., Yang, C. &
Judkewitz, B. "Focusing on moving targets through scattering samples". Optica
1, 227 (2014). The contributions of authors are as follows: BJ and CY conceived
the initial idea. EHZ and BJ developed the idea and scheme demonstration. The
experiments were designed and performed by EHZ and BJ. The data analyses were
performed by EHZ, HR, CY, and BJ.

Focusing light through scattering media is of great importance for imaging and
stimulation in biomedical optics. While wavefront shaping and optical time-reversal
techniques can in principle be used to focus light across scattering media, achieving
this within a scattering medium with a noninvasive and efficient reference beacon,
or guide star, remains an important challenge. In this chapter, we show optical
time-reversal focusing using a new technique termed Time Reversal by Analysis
of Changing wavefronts from Kinetic targets (TRACK). By taking the difference
between time-varying scattering fields caused by a moving object and applying
optical time reversal, light can be focused back to the location previously occupied
by the object. We demonstrate this approach with discretely moved objects as
well as with particles in an aqueous flow, and obtain a focal peak-to-background
strength of 204 in our demonstration experiments. We further demonstrate that the
generated focus can be used to noninvasively count particles in a flow-cytometry
configuration—even when the particles are hidden behind a strong diffuser. By
achieving optical time reversal and focusing noninvasively without any external
guide stars, using just the intrinsic characteristics of the sample, this work paves the
way to a range of scattering media imaging applications, including underwater and
atmospheric focusing as well as noninvasive in vivo flow cytometry.

2.1 Introduction
Focusing light through highly scattering media is an important challenge in biomed-
ical imaging, colloidal optics, and astronomy. When light propagates through
strongly scattering samples, refractive index inhomogeneities scatter the light field
in many directions. This was long thought of as a randomizing process, which
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precludes the formation of a sharp focus. However, by taking advantage of the
deterministic nature of scattering, researchers in the field of complex wavefront
shaping have demonstrated that light can be focused at an arbitrary location within
and across scattering media—by shaping the input wavefront reaching the sample
[1, 2]. Because appropriate input wavefronts are complex and because they depend
on sample structure as well as target location, determining them remains a key
challenge. With direct optical access to the input plane and the focusing plane,
wavefronts can be found with one of three strategies: iterative optimization [1, 3–5],
optical time reversal[6], or measuring and inverting the sample transmission matrix
[7, 8]. When there is no direct access to the target plane, e.g., when the target plane
is hidden within the sample, physical guide stars such as beads can be placed within
the sample and used as reference beacons [9–11]. Because this requires invasive in-
sertion, recent research has focused on virtual, ultrasound-based guide stars relying
on the acousto-optic [12–16] or the photo-acoustic effect[17–20]. However, all of
these strategies are either limited by the acoustic resolution (tens of micrometers at
best) or require many measurements, thereby increasing the recording time by or-
ders of magnitude. Thus far, near-instantaneous time reversal at optical resolutions
remains elusive. Here we introduce a new all-optical method, termed Time Reversal
by Analysis of Changing wavefronts from Kinetic targets (TRACK), which achieves
precise optical time reversal to a target hidden behind a scattering sample—without
the need for acoustic guide stars. Unlike previous techniques, this method uses the
motion of the target itself to serve as a guide star.

2.2 Principles
Aconcise setup for noninvasively focusing light through a scattering sample is shown
in Fig. 2.1. The complete setup can be found in the latter section. We interpret
optical scattering through our diffuser as a linear process described by a complex
spatial transmission matrix, T (xa; xb) [1]. This matrix defines the transformation of
the optical field at an input planewith coordinates xa directly before the diffuser to an
output plane with coordinates xb behind the diffuser, where we have a moving target
with a reflectivity function R(xb). We assume that our digital phase-conjugation
system is set up such that we can discretely measure and control the optical field
along the input plane coordinates xa.

Our detect-and-refocus process is composed of four primary steps. First, we illumi-
nate the scatterer with an input wave, U (xa), to reflect light off our target. U (xa)
transforms into a speckle field at the output plane as defined by the transmission
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Figure 2.1: Concise setup including sample for TRACK: varying backscattered
wavefronts due to a target’s movement are captured by off-axis holography. The
phase of the wavefront difference is time reversed by the digital optical phase-
conjugation (DOPC) system. Diffuse light is focused back to the previous position
of the target.

matrix: S(xb) = T (xa; xb)U (xa). A portion of the speckle field S(xb) will hit
our target object with reflectivity function R(xb). The target object’s back-reflected
optical field is thus the product E1(xb) = R(xb)S(xb). Note that R(xb) = 0 and
hence E1(xb) = 0 everywhere except along the target’s finite spatial extent. We also
assume S(xb) , 0 somewhere along our target to ensure a nonzero reflected signal.

Second, we measure the entire backscattered optical field at the input plane, M1(xa),
as depicted in Fig. 2.2(a). Following linear optics, we split the backscattered field
M1(xa) into a sum of two components: one reflected from out target object at the
output plane, E01(xa), and one originating from all other locations within the sample
volume, B(xa). The target-dependent component E01(xa) is defined as the target-
reflected optical field at the output plane, E01(xb). After it has backscattered to the
input plane. Following the common assumption of a lossless scattering process, we
may use our transmission matrix to express E01(xa) as

E01(xa) = T t (xa; xb)E1(xb), (2.2.1)
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where T t , the transpose of T, represents the reverse process of scattering from the
output to the input plane. The total measured field at the input plane is thus the sum

M1(xa) = T t (xa; xb)E1(xb) + B(xa), (2.2.2)

where again B(xa) is the background optical field arising from all other locations
within the sample.

Figure 2.2: Focusing on a moving target through a scattering sample: (a)
target at position 1 (far off the illuminated field of view); (b) target at position 2
(within the illuminated field of view); (c) light is focused behind the diffuser; (d)–(f)
corresponding images recorded with the observing microscope; (g) and (h) phase
maps recorded at the camera imaging the SLM surface; (i) difference of field in (g)
and field in (h). The cross-section intensity distribution in (f) indicates a PBR of
204. Scale bars in (d)–(f) are 100 µm. Scale bars in (g)–(i) all stand for 1 mm.

Third, we measure a second backscattered field at the input plane, M2(xa), after the
reflective target object physically shifts a finite distance � across the output plane.
This measurement is depicted in Fig. 2.2(b). A spatially shifted target will generate
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a new reflected field, E2(xb) = R(xb � �)S(xb), which will again transform to
the input plane via our transmission matrix and combine with a background field
contribution to yield

M2(xa) = T t (xa; xb)E2(xb) + B(xa). (2.2.3)

Equation 2.2.3 implicitly assumes that T and B(xa) remain the same as for the first
measurement, requiring the scattering sample to be stationary (apart from target
motion) at the time scale of the measurement interval.

Fourth, we digitally subtract our two measurements to efficiently remove and back-
ground contribution and isolate the target-reflected signal:

M2(xa) � M1(xa) = T t (xa; xb)[E2(xb) � E1(xb)]. (2.2.4)

We compute the phase conjugate of this subtraction and display it on our digital
optical phase-conjugation (DOPC) setup’s spatial light modulator (SLM) to create
the following field at the input plane: Ty[E2(xb) � E1(xb)]�, where y denotes a
conjugate transpose and � a complex conjugation. This field scatters from the
sample’s input to output plane to form our final target-focused field, E f (xb), as
shown in Fig. 2.2(c):

E f (xb) = T (xa; xb)Ty(xa; xb)[E2(xb) � E1(xb)]��[E2(xb) � E1(xb)]�. (2.2.5)

Here, we assume a complete scattering process to form the approximation
T (xa; xb)Ty(xa; xb)�I, the identity matrix. Conjugate light thus forms the field
E2 � E1 at the sample plane, implying light is focused to both shifted target po-
sitions. If the target was originally off the laser speckle field (i.e., E1 is zero
everywhere), a focus will appear only at its second location, which corresponds to
our ability to refocus onto a moving object.

2.3 Methods
Setup
All data were collected by a self-built optical system schematically described in
Fig. 2.3. In the setup, we used a 532 nm fiber-coupled semiconductor laser (Spectra
Physics, Excelsior 532). The polarization of the beam was made horizontal (by a
half-wave plate and polarizing beam splitter), which is in accordance with SLM
(Holoeye, PLUTO) modulation polarization. Beam splitter 1 splits the incoming
light into two beams: the sample beam and the reference beam. The sample beam
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Figure 2.3: Full setup diagram for TRACK: Abbreviation: ND-Neutral Den-
sity filter wheel, BE-Beam Expander, BS1,2,3-Beam Splitter 1,2,3, BSH-Beam
shutter, D-Diffuser, FM-Flip Mirror, FPC-Fiber Port Collimator, HWP-Half wave
Plate,L1,2,3-Lens 1,2,3, M-Mirror, P-Polarization Plate, PBS-Polarizing Beam
Splitter, PD-Photo Detector, PLB-Plate beam splitter, SM-Sample Mirror, SLF-
Spatial Light Filter, SLM-Spatial Light Modulator.

was expanded by a laser expander for a suitable size of laser spot at the sample.
Reflected by mirrors and beam splitter 2, the sample beam passed through lens 2
and was eventually reflected to the sample by a dichroic mirror, which was at a
45� angle to the horizontal plane (it is hard to show in the 2D scheme in Fig. 2.3;
details of the sample setup can be found in Fig. 2.1). The sample was placed close
to the focal plane of lens 2. Light backscattered by the sample was collected to
the SLM by lens 2. The reference beam passed through a neutral density filter and
was coupled into a single-mode polarization maintaining fiber for spatial filtering.
After exiting the fiber, the beam was collimated by lens 1. Scattered light and
reference light were combined by beam splitter 2 before reaching the DOPC system.
Polystyrene beads were obtained from Life Technology. Retro-reflective beads,
which consisted of aluminum coated 50 µm glass spheres, were obtained from
Cospheric. To create samples we used adhesive backed, highly diffusing films (3M
Scotch model no.810, 60 µm thick), which did not transmit a detectable ballistic
component (measured with a detection threshold of 10�8 of the illumination power).
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We used it as a random phase plate diffuser whose angle scattering distribution is
plotted in appendix. To show that our results can be extended to biological samples,
we performed TRACK experiments through a 0.5 mm thick section of ex vivo
chicken muscle tissue (scattering coefficient �s: 30 mm�1 and anisotropy parameter
g: 0.965 [14]). The results of this experiment are shown in appendix.

Fluorescence Signal Capture
In the flow-cytometry experiment, we used orange fluorescent (540/560) polystyrene
microspheres obtained from Life Technology. As shown in Fig. 2.6(c), orange
fluorescence from the beads propagated through the diffuser along with diffuse
backscattered light at 532 nm. Colors were separated by the dichroic mirror (a 532
edge pass filter, model Di02-R532-25 � 36 from Semrock). Underneath the dichroic
mirror, a lens images the surface of the diffuser to a compact PMT. The fluorescence
spectrum of the sample and the transmission spectrum of edge pass filter are shown
in Fig. 2.4. A median filter was used to filter the signal shown in Fig. 2.6(e).

Figure 2.4: Fluorescence spectrum of cytometry bead and dichroic mirror
transmission spectrum.

Reference Phase Correction
As aforementioned in discussion, in digital phase conjugation, reference beam and
SLM curvature will affect the conjugate phase map and thus the time-reversal PBR.
By digitally modulating the SLM curvature to iteratively maximize the reflection
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from the SLM back into the single-mode fiber in the reference beam arm, we can
compensate for SLM curvature as well as reference beam phase errors [14]. A
threefold enhancement is observed.

Quality Assurance Setup
To assure the pixel-to-pixel alignment between the camera and SLM and the perfor-
mance of the DOPC system, a quality assurance arm was configured in the sample
arm including two flipping mirrors, beam splitter 3, a mirror, lens 4 and camera 2
(as shown in Fig. 2.3). When flip mirrors were flipped up, the system was changed
from the reflective mode to the transmission mode. When applying time reversal,
we expected to observe a focus on camera 2. By tuning the position and tilting of
the SLM, we optimized the intensity of the focus. In this way, a day-to-day precise
alignment of the DOPC system was guaranteed.

2.4 Results
Direct Observation of Optical Focusing in Reflection Mode
Our reflection-mode TRACK setup is diagramed in Fig. 2.1. To record backscat-
tered light at the SLM plane, a camera was pixel-to-pixel aligned to image the
SLM surface, and wavefronts were measured by off-axis holography [21, 22]. For
demonstration, we created a sample consisting of 10 µm diameter polystyrene beads
behind a highly diffusing tape. The beads were placed on a glass slide 7 mm behind
the diffuser, whose movement was two-dimensionally controlled by a piezo stage.
To confirm the formation of a focus through scattering media, an observing micro-
scope (OM) was set up to image the target plane from the back. Importantly, this
microscope was only used for validation of successful focusing, but not to derive
wavefronts or create the foci.

We started by recording a backscattered wavefront without any targets behind the
diffuser (Fig. 2.2(g)) and compared it to the wavefront measured when a target was
inside the illuminated field of view (Fig. 2.2(h)). As expected, both wavefronts were
dominated by backscattering from the entire diffuser, while the relative difference
of the wavefronts was 15% (relative average amplitude) [Fig. 2.2(i)]. When we time
reversed the difference wavefront by digital phase conjugation, the OM recorded
a high-contrast focus at the location of the target. Fig. 2.2(f) includes a plot of
the intensity profile (horizontal section across the peak), which shows a peak-to-
background ratio (PBR) of 204.




















